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By Porter J. Perkine 

A principle formerly used in an inetrtzuent for cloud detection was 
further tivestigated to protide a stmple and rapid mesns for measur-lng 
the liquid-%ater content of clouds at temperatures above and below 
freezing. The instrument consists of a small cylindrical element so 
operated at h@h surface temperatures that the tipingement af aloud 
droplets creates a significant drop in the surface temperature. 

The instant ia Seneitive to a wide range of liquid-water con- 
tent a.nd was calibrated at one set of fM conditfons agalnat rotating 
multicylinder meaeurements. The limited conditions of the calibration 
Included an air temperature cf 26) F, an aTr velocfty of 175 miles per 
hour, and a surface temperature Fn clear air of 4750 F. The results 
obtained frcm expertirks conducted with the fnetmnt indicate that 
the principle can be USed for measurements in clouds at tempera- 
tures above and below freezhg. Calibrations for ranges CS airspeed, 
air temperature, and air density will be necessary to adapt the 
fnstrument for general flight use. 

z 

Determination of the amount of liquid water contained. in an atmos- 
pheric cloud ls of considerable value inmeteorology, psrticulerly for 
investigating the necessary requirements for adequate protection of 
aircraft against the icing hazard. In connection with icWg meteorolog;y, 
much effort has been directed toward developing a s-table instrument 
formeasuring the liquid-water concentration in clouds where the tem- 
perature is below the normal freezing point of.32' F. Because water 
below its normsl freezing point will, upon striking a movUg surface, 
ueuaJ.ly freeze and adhere to that surface, a suitable ice-collecting 
body becomes a convenientmeans formeasuring the amount of waterina 
below-freezing cloud. For many yesrs, this principle has been used in 
an ins-& utilizfng the ice-collection cheractertitics of various 
size cylfndere. The rotatingmulticylirxler technique, as tMe method 
is celled, is based on a theoretical treatment of the trajectories of 
cloud droplets about various sfze cylinders with sxes normal to the air 
stream (reference 1). 
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Although a value of the liquid-water concentration of clouds can 
be obtained with a certain degree of accuracy by the multicylinder 
method, the difficulty of manipulating the multicylinder device and 
the Inability to measure the liquid-water concentration in above- 
freezing clouds have emphasized the neceesity of developing a more 
suitable instrument. Another'method fomnerly used for measuring 
liquid-water concentration in above-freezing clouds employa a 
capillszy-type water-collecting device where the collecting body is 
of porous material and the water is pulled in from the surfaue by 
capillary action (reference 2). Thesemethods as well as any other 
water- or ice-collecting techniques Involve bulky equipment and cannot 
be easily adapted to general. flight application, particul~4 with 
regard to accurate ro.essurement of the amount of water or ice collected. 

An electric or thermal method for indicating the amount of water 
collected on a surface offers a medium for using sturdy and. reliable 
instmnents thatcanbe readily adapted for flight use. Ameasure of 
the- amount of electric energy necessery to evaporate water as it is 
collected ori a surface can be utilized in an instrument to determine 
the liquid-water content of an icing cloud. A more direct and easier 
method, however, is to detect the amount of water striking a heated 
surface by measuring the degree of cooling caused by the water as it 
evaporates from the surface. The smount or rate of water collected can 
then be measured.in tems bf the temperature change of the collecting 
aurface. This pinciple wae~ originally used ss a cloud detector to 
indicate entrance and exit from a cloud during flight (reference 3). 
The instrmnent was not used for the meaeurement of quantitative values 
of liquid water because the surface tmperaturee during operation were 
insufficient. 

An instrument for messuring the liquid-water concentration of 
clouds utilizing the principle of the cooling effect of water etrIking 
a heated surface is described herein. The instrument, designed for 
flight measurements in above- or below-freezing clouds, was calibrated 
at a given set of afr conditions for values of liquid-wateP concentra- 
tion by the rotating multicylinder technique in the IIACA Lewis Ming 
research tunnel. 

. 

Deem considerations. - In order to determine the quantity of 
liquid water in a cloud frm the amount collected on a moving body, 
the collection characteristica of the body must be known. Because the 
droplet trajectories around a cylinder with azis no%maJ. to the air 
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stream have been anslyzed, a suitable size cylinder was chosen as the 
collecting body for this ins-&. Although a smsll cylinder will - 
collect more water in proportion to its size than a larger cylinder 
(collection efficiency), which makes a small cylinder desirable for 
this instrument, a very small cylinder was found by experiment to have 
less cooling effect from water irapingsment than a lsrge cylinder. A 
5/16-inch-diameter cylinder, whfch would produce enough surface cooling 
for a high degree of sensitivity to water content, was therefore chosen. 

The mas6 of the materfalwas made small In order to mInImike the 
cooling-time bg at the pofnt on the surface of the cylIn,der where the 
temperature cha~ewasmePrsum3d. A hollow tube with a wall thickness of 
0.010 inch and length of about 1 inch proved satisfactory for the water- 
sensitive part of the Instrument. A heat- method that would satis- 
factorily combine the requirements of small mass and high surface temper- 
atures neceseary for the water-sensitive element was found to be that of 
generatfng heat by passing electric currents directly through the element. 
In order to minimize high currents necessary for sufficient heat-, the 
element was constructed of a high electric-resistance material. Theheat- 
Ing current was obtaiaedthrough use of a short-circuit-type-transformer 
connected as close to the element as possible and desfgned for IlO-volt, 
4OGcycle power input. 

The temperature of the surface of the element was messured by an 
iron-con&a&en thermocouple embedded in the element at the aerodynamic 
stagnation point. The element temperature was satisfactorily messured 
by several. methods including a self-balancing-type recording potentiom- 
eter, a film-recording galvanometer, and thermocouple temperature gages. 

ConMzuction. - A photograph of the insmnt is shown in figure 1 
and figure 2 IllustraAes the pertinent detaiJs of construction for sup+ 
port in the Free air stream. The water-sensitive element was welded to 
the end of a thick-w&l brsss tube about 9 inches long, which was ti 
turn fastened to a base mounting plate. A coaxial-tube electric heater, 
surrounding and electrically Insulated from the support tube, was used 
for protection frc~n ice accretions. The trebneformer was mounted on the 
inside surface of the base plate, and electric connections were made to 
the element t&ugh a l/8-inch-d&meter copper wQ?e inside the support 
tube and a ground connection to the base plate. The thermocouple leads 
were also extended through the support tube. 

Power requirements. - The power required for the water-sensitive 
element is small for the conditions investigated, being about 250- 
volt-amperes input to the transformer. The ice-protection heater for 
the support tube requires a high current of about 40 amperes at 
3.3 volts for adequate protection in icing conditions a8 8evere as 
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air temperature of Oo F, air velocity of .2OC miles per hour, and liquid- 
water content-of 1 gram per cubic meter. 

LIQUID-UAIER-COXCEWI! CALIERMXOIV 

The amount of surface cooling caused by liquid water etriking the 
heated element varied greatly with the quantity of liquid water in the 
air stream. The variation of element surface temperature with increas- 
ing water content of the air stream is shown in figure 3. The plot 
indicates a large linear drop in surface temperature with increasing 
water content down to about 150 F. At about this temperature, the 
instrument becomes less sensitive to increasing water content and at a 
temperature of about 1000 F become8 almost insensitive to any large 
quantities of liquid water. Observation of the sensitive element 
showed that the element provided sufficient heat to maintain a dry 
surface above 150° F, but that the surface remained wet below that tem- 
perature. In order-to obtain a mascimum variation of surface temwra- 
ture with liquid-water content with a consistent temperature trend, it 
is therefore necessary to maintain a completely dry surface, a condition 
that requires a sufficient surface temperature to evaporate a31 the 
water on impingement. The operating liquid-water-content range of the 
instrument is therefore determined by the heating capacity of the 
inatrucQf3nt to maintain a dry surface. 

The variation of the drop in surface tempera-t- with the liquid- 
wa;ter content of the air stream was celibrated in terms of temperature 
by applying the values of liquid-water content as measured by the con- 
ventional multicylinder technique. The calibration uas conducted at 
below-freezing conditions in the test section of the icing research 
tunnel tiere a simulated icing cloud is produced through use of accu- 
rately calibrated water sprays introduced upstream of the model. The 
multicylinder technique was slightly modified by inserting only one 
cylinder at a time to insure the same cloud distribution over the 
cylinders and the liquid-water-content meter. Separate cylinders were 
individually exposed at the same location followed by exposure of the 
liquid-water-content meter also at the same location. By this means, 
a calibration (fig. 4) was obtained up to liquid-water-content values 
of 1.1 grams per cubic meter. 

The initial surface temperature of the element in water-free 
saturated air was 475O F. The meximum liquid-water content caused a 
surface temperature drop of over 250' F. The resulting surface tem- 
perature of 225' F was well above the minimum temperature neceesery 
for complete evaporation on impingement for the conditions of the . 
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1nve8tigat10n., Because the temmrature of the element was above the 
minimum of I.50 F for all conditions of liquid-water content investi- 
gated (fig. 3), a straight-line calibration ~88 assumed through the 
values established by the multicylinders. Thir straight-line relation 
provides a convenient calibration constant of 0;0046 gram per cubic 
meter per % drop in surface temperature from a water-free condition 
for the conditions investigated. 

Values of liquid-water content of a cloud obtained using the 
instnrment ehould be considered to have an accuracy only within the 
a&racy 'of the meakements using the multicylinder technique (refer- 
ence 4) because the multicylinder technique was used as a basis for 
calibration. The greatest advantage of the liquid-water-content meter, 
however, lies in its simplicity of structure a&operation for obtain- 
ing results equal to those of the far more caplicated multicylinder 
system. 

A second calibration of the heated element was conducted in the 
icing resesrch tunnel under the same conditions using a rotating-disk- 
type icing-rate meter to measure the liquid-water content. This meter 
had been previously calibrated against the multicylinder technique at 
flight icing condition. The rotating disk of the icing-rate meter was 
mounted within reasonably close proximity to the.liquid-water-content 
meter. With the assmption that the distribution of liquid.water was 
uniform within this erea, a direct calibration of the heated element wes 
made with the icing-rate meter. Theseresults are al.80 showninfig- 
ure 4. This calibration, of course, also contains the errors associated 
with the multicylinder technique. 

Both calibrations were conducted using the same simulated-cloud 
cond1t10na. The multicylinder technique indicated the drbplet~sizes in 
the simulated cloud varied with increasing quantity of water injected 
into the tunnel and ranged between Ungmuir C to E size distributions 
with a volume median droplet size (reference 5) close to 10 microns 
diameter. 

The surface temperature of the heated element is not only a function 
of the amount of liquid water striking'the surface but also depends on 
air temperature, velocity, and density and on the power Input or 
surface temperature in clear air. These variables must be known while 
measuring liquid-water content with the instrument. A complete celi- 
bration of the instrument requires the determination of the effect of 
each of these variables on surface tvrature. 
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Several characteristics of the instrument were noted during the 
investigation conducted in the icing tunnel. In order to check the 
effects of above- and below-freezing temperatures on the liquid-water- 
content indications, a known value of water content at a below-freezing 
condition was held constant in the tunnel while the air temperature was 
raised above the freezing point. Ho change in the surface-temperature 8 
drop was observed between 20' and 40' F, which indicates a below- 
freezing calibration can be used within this range of temperatures. 
Large changes in air temperature need further investigation because of 
the vapor-pressure effect on the heat transfer fram the surface. 

The instrument was exposed to a cloud cqsed only of ice crystals 
to determine the effects of frozen particles on the surface temperature. 
The surface temperature was unaffected by the Qresence of the crystals, 
which indicates a surface-temperature drop occurs only with liquid 
droplets. A further investigation to explain this Nencmenon was not 
undertaken. 

Because the heated element haa some thermal capacity, a certain 
amount of time lag exists during changing conditions. When suddenly 
exposed to the full range of liquid-water content, the surface tempera- 
ture changes almost instantly but requires about 20 seconds to etabi- 
lize. For flight measmments in broken or scattered clouds where water 
contents are rapidly changing in the flight path, a heated element of 
considerably lower thermal capacity is needed for obtaining true values 
of the liquid-water content. 

A amall cylindrical element capable of being heated in clear air 
to temperatures in the order of 475O P.was constructed and investigated 
to determine the feasibility of measuring the liquid-water content of 
an air mass by observing the temperature drop of the sensitive element 
during exposure to the wet air stream. The following results were 
obtained from experiments conducted with the instrument: 

1. The instrument was very sensitive to a wide range of liquid- 
water content and could be used for measurements in above- and below- 
freezing clouds. 

2. At the conditions investigated, the surface temperature of the 
sensitive element had to be maintained above 150° F during the measuring 
period to assure complete evaporation of the impinging water. 
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3. A  calibration of the instmment at an air temperature of 20' F, 
an air velocity of 175 m iles per hour, and a surface temperature in 
clear air of 475O F wus obtained usiug rotating multicylinders as a 
basis of measurement. 

Lewis Flight P ropulsion Laboratory, 
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Figwe 1. - IJACH llQ~ld-wa,tar-uontellt meter. 
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Figure 2. - Construction details of HACA liquid-water-content meter. 
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Figure 3. - Hfect of liquid water in air stream on element 
surface temperature. NACA liquid-water-content meter; air 
temperature, -2O F; air velocity, 185 miles per hour; air . 
density, 0.072 pound per cubic foot. 
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Figure 4. - Calibration of WA liquid-water-content meter using rotating 
multicylindere andicing-rate meter. Air temperature, 20° I?; air 
velocity, 175 tiles per hour; air densfty, 0.077 pound per cubic foot; 
clear-air surface temperature of heated element, 4750 F. 
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